
SHORT PROTOCOL

TEST PREPARATION

Warm needed wells and reagents to room temperature (20–25 °C).

Dilute wash buffer 1:10 with distilled water.

Dilute samples 1:11 with sample dilution buffer (100 μl feces + 1000 μl SDB)

TEST PROCEDURE

Add 100 μl of Positive and Negative Controls
or 1:11 diluted feces samples

each into a well.

Add 100 μl conjugate 1 into each well. 
Mix carefully.

Cover and incubate 30 minutes at room temperature (20–25 °C).

Wash 5× with soft shaking with 300 μl 1× wash buffer each.

Add 100 μl conjugate 2 into each well. 
Mix carefully.

Cover and incubate 15 minutes at room temperature (20–25 °C).

Wash 5× with soft shaking with 300 μl 1× wash buffer each.

Add 100 μl substrate (TMB) into each well. 
Mix carefully.

Cover and incubate exactly 15 minutes at room temperature (20–25 °C) 
in the dark. 

Add 50 μl stop solution
into each well.

Photometric evaluation of the wells at 450 / 620 nm.

Adjustment against air.
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